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Abstract. Following the 38th Annual European Meeting on
Atmospheric Studies by Optical Methods in Siuntio in Fin-
land, an intercalibration workshop for optical low light cal-
ibration sources was held in Sodankyl¨ a, Finland. The main
purpose of this workshop was to provide a comparable scale
for absolute measurements of aurora and airglow. All sources
brought to the intercalibration workshop were compared to
the Fritz Peak reference source using the Lindau Calibra-
tion Photometer built by Wilhelm Barke and Hans Lauche in
1984. The results were compared to several earlier intercali-
brationworkshops.Itwasfoundthatmostsourceswerefairly
stable over time, with errors in the range of 5–25%. To fur-
thervalidatetheresults,twosourceswerealsointercalibrated
at UNIS, Longyearbyen, Svalbard. Preliminary analysis indi-
catesagreementwiththeintercalibrationinSodankyl¨ awithin
about 15–25%.
1 Introduction
Following the ﬁrst absolute measurement of night airglow by
Rayleigh (1930), accurate absolute measurements of airglow
and aurora have become increasingly important (see, for ex-
ample, Trondsen, 1998; Syrj¨ asuo, 2001; Br¨ andstr¨ om, 2003;
Gustavsson et al., 2006; Dahlgren et al., 2011 and references
therein). Such absolute measurements are traditionally ex-
pressed in rayleighs, as proposed by Hunten et al. (1956).
Further discussions about the deﬁnition of the rayleigh unit
appear in Chamberlain (1995, App. II) and Baker (1974).
In SI units the rayleigh is deﬁned as follows (Baker and
Romick, 1976):
1rayleigh ≡ 1 R , 1010 photons
s m2 column
(1)
The word column is often inserted in the units above and de-
notes the concept of an emission rate from a column of un-
speciﬁed length along the line of sight (Hunten et al., 1956).
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The apparent spectral radiant sterance (spectral radiance),
Lγ(λ), can be obtained from the spectral column emission
rate, I(λ), (in R/˚ A) according to Baker and Romick (1976):
Lγ(λ) =
1010I(λ)
4π
photons
s m2 sr ˚ A
. (2)
Integrating the spectral quantities Lγ(λ) and I(λ) over wave-
length yields the, maybe more familiar, quantities radiance
and column emission rate. In this work the rayleigh and the
˚ angstr¨ om (1 ˚ A = 10−10m) will be used to preserve continuity
with earlier intercalibration results, which expressed spectral
column emission rate in R/˚ A.
After removing the instrument signature (bias, dark cur-
rent, ﬂat ﬁeld, bad pixels, etc.), optical instruments are usu-
ally absolute calibrated by exposing the instrument to a cal-
ibration light source with a known spectral radiant sterance
corresponding to a certain column emission rate (see, for ex-
ample, Trondsen, 1998; M¨ akinen, 2001; Br¨ andstr¨ om, 2003,
and references therein). Instead of using calibration light
sources, some instruments are calibrated by using known
spectra of stars (for example Dahlgren et al., 2011).
This work reports the results of comparisons of calibration
light sources during 2011. This is part of a long-term interna-
tional effort to place aurora and airglow measurements taken
at various locations around the world on a common calibra-
tion (and hence intensity) standard (Torr and Espy, 1981). In
addition, a brief description of the intercalibration method in
effect since 1985 is provided.
Following initial efforts in the 1960s by Michael Gadsden
(Torr, 1983) and by Torr et al. (1976, 1977), regular inter-
calibration workshops have been organised (see Table 1 and
references therein). After the intercalibration workshop in
Katlenburg-Lindau in 1983, Lauche and Barke (1986) con-
structed the Lindau Calibration Photometer for comparison
of low brightness sources (Fig. 1). This was done in or-
der to support the work by M. Torr in the European sec-
tor. Yet, calibration sources from other countries have par-
ticipated in some workshops over the years. As seen in Ta-
ble 1, some intercalibration workshops have also taken place
in non-European countries.
When Hans Lauche retired, Widell and Henricson (2003)
took over the responsibility for the Lindau Calibration Pho-
tometer, and following Ola Widell’s retirement in 2011, this
responsibility was handed over to the corresponding author
of this paper. Table 1 is an attempt to list all known ofﬁcial
intercalibration workshops to date.
2 Calibration sources
In this calibration effort nine calibration sources were com-
pared to the Fritz Peak (FP) reference source (this source is
labelled “Fritz Peak international standard source”). This ra-
dioactive 14C–activatedphosphorsourceisonlyusedatinter-
calibration workshops. Apart from the FP reference source,
Table 1. Known ofﬁcial intercalibration workshops. The 1967–
1972 intercalibrations are mentioned by Torr (1983). Regarding
later calibration workshops lacking a literature reference, the re-
sults and raw data are archived by the corresponding author of this
paper. Copies are available upon request. The column # refers to the
number of participating calibration sources.
Year # Location Reference/responsible
1967 Fritz Peak Gadsden and Marovich
1968 Paris Weill
1969 Tokyo Huruhata
1970 Kitt Peak Broadfoot
1970 Harvard Noxon
1970 Johns Hopkins Schaeffer and Fastie
1972 Lindau Leinert and Kl¨ uppelberg
1979 9 Seattle Torr (1981)
1981 30 Aberdeen Torr and Espy (1981)
1983 21 Lindau Lauche
1985 16 Lysebu Lauche and Barke (1986)
1987 14 Saskatoon Lauche
1989 1 Lindau Lauche
1991 6 Wien Lauche (IAGA)
1995 4 Boulder Lauche
1999 18 Lindau Lauche and Widell (2000b)
2000 9 Stockholm Lauche and Widell (2000a)
2001 10 Oulu Widell and Henricson (2003)
2003 8 Longyearbyen Widell and M¨ ammi (2003)
2006 7 Kiruna Widell and Henricson (2008)
2007 6 Andøya Henricson (2008)
2011a 10 Kiruna This work
2011b 10 Sodankyl¨ a This work
2011c 3 Longyearbyen This work (prel. results)
the IRF UJO 920B, L1614, Y275 and the MPI-2 sources are
also radioactive 14C activated phosphor sources. The spectral
output is continuous and depends on the phosphor. The IRF
UJO sources are “light standards”, probably manufactured
by U.S. Radium Corp. in the 1960s and labelled with phos-
phor type and luminance values, “920B < 20µL”, “L1614
7µL±10%” and “Y275 15µL±10%”, respectively. The
lambert L is a non-SI unit of luminance; 1L corresponds to
104/π cd m−2. It is furthermore a photometric unit, involv-
ing the spectral sensitivity of the human eye. These lumi-
nance values have probably never been used for calibration
purposes, at least not in recent years.
Several of these sources have participated in intercalibra-
tions dating back to the late 1960s (see Torr, 1983, Fig. 1).
Although stable and easy to handle, these sources are nowa-
days rather difﬁcult to transport due to ﬂight safety regula-
tions.
The ESRANGE tungsten lamp and the IRF Lauche lamp
aretungstenlampsthatoperatedatapredeﬁnedlampcurrent.
Both were designed by Hans Lauche. The ESRANGE tung-
sten lamp was powered by an external power supply, while
the IRF Lauche lamp has its own constant current supply.
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Fig. 1. The Lindau Calibration Photometer built by W. Barke and Hans Lauche at Max Planck Institute for Aeronomy, Katlenburg-Lindau
(1984). (a) centering device for source under measurement (b) deﬂecting mirror, (c) power supply for pulse ampliﬁer, (d) collimators,
(e) HV supply. (f) objective lens, (g) dehumidiﬁer, (h) ﬁlter wheel, (i) ﬁeld stop, (k) Peltier cooler connector, (m) PMT Hamamatsu R-632,
(o) connection box and (p) pulse ampliﬁer.
These sources are not considered as stable as the radioactive
sources, but on the other hand, they are much easier to trans-
port.
ThestabilityoftheradioactivesourcesandtheIRFLauche
lamp is discussed in Sect. 6.
Two sources are based on light-emitting diodes (LEDs):
the ESRANGE MSP1 and the PGI Chernouss-38AM. The
ESRANGE MSP1 has internal current regulators and is pow-
ered by a 28V supply, while the PGI Chernouss-38AM is
battery powered. Both participating LED sources consist of
several LEDs and none of them has participated in earlier
intercalibration workshops.
The FMI sphere (M¨ akinen, 2001) consists of an integrat-
ing sphere, three identical 30W internal tungsten lamps, a
75W external tungsten lamp with a mechanical attenuator
and several neutral density (ND) ﬁlters. The ND ﬁlters are
required to decrease the output of the sphere to acceptable
levels for low light instrumentation. The output of the sphere
is calibrated by the manufacturer in foot-lamberts (an Amer-
ican customary unit for luminance; 1ft-L corresponds to
3.426cd m−2). Note that this is a photometric unit involving
the spectral sensitivity of the human eye, and that this cali-
brated luminance value is valid at the exit aperture of the in-
tegrating sphere, i.e. before the ND ﬁlters. Thus, for the inter-
calibrating effort described here, the luminance value should
only be regarded as a source setting. However, knowing the
spectral response of the ND ﬁlters, it is possible to compare
the calibrated output of the sphere to the results presented in
this report. It is hoped that this will be done in the future.
It should be noted that the ESRANGE sources were in-
tercalibrated on 16 September 2011 at the Swedish Institute
of Space Physics in Kiruna (referred to as 2011a), while all
other sources except the FMI sphere were intercalibrated on
19 October 2011, at Sodankyl¨ a Geophysical Observatory in
Sodankyl¨ a, Finland. The FMI sphere was intercalibrated on
the same date at the calibration laboratory at Finnish Meteo-
rologicalInstitute’sArcticResearchCentre(FMI-ARC),also
in Sodankyl¨ a. Both Sodankyl¨ a intercalibrations above are re-
ferred to as 2011b. The IRF sources as well as the MPI-2
source were intercalibrated at both locations.
During the course “Optical methods in auroral physics
research” held in November 2011 at the University Cen-
tre in Svalbard (UNIS), the IRF Lauche lamp and the PGI
Chernouss-38AM sources were intercalibrated with an SN-
1633 NIST-traceable tungsten lamp in the calibration labora-
tory at UNIS (Sigernes et al., 2007). This intercalibration is
referred to as 2011c.
During earlier intercalibration workshops the source nam-
ing conventions have been somewhat different for some
sources. To remedy this in the future, a unique source identi-
ﬁcation number (SID) was introduced in 2011 to simplify fu-
ture comparisons. Radioactive calibration sources have been
assigned SID in the range 1–99; other sources are numbered
from 101 (see Table 2).
This report only concerns sources intercalibrated in 2011.
A full list of all sources that participated in this long-term
calibration series is under preparation. Some of the partici-
pating calibration sources are shown in Fig. 2.
3 The Lindau Calibration Photometer
The Lindau Calibration Photometer is described by Lauche
and Barke (1986). Furthermore, all technical documentation
and design drawings, raw data and results from the calibra-
tion photometer as well as previous intercalibration work-
shops are archived by the corresponding author of this paper
and are available upon request. As soon as time permits, this
information will be scanned and made available on the Inter-
net.
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Table 2. Results of the intercalibration workshop. All values are spectral column emission rates in R/˚ A. The absolute calibration values at
3914 ˚ A should be considered less reliable (see Sect. 6). Filter transmittance plots are available upon request. SID is source identiﬁcation
number.
Filter position 1 2 3 4 5 6 7
Filter CW 3914 4280 4866 5573 5882 6299 6562 [˚ A]
Filter bandwidth (FWHM) 41 27 25 16 13 12 15 [˚ A]
Source name SID Settings Note
FP reference source 1 0.34 5.7 3.2 2.6 5.1 9.2 15 Torr and Espy (1981)
MPI-2 2 2 173 263 187 93 14C
IRF UJO 920B 3 4 101 62 22 13 8 4 14C Phosphor 920B
IRF UJO L1614 4 5 1 38 34 9 14C Phosphor L1614
IRF UJO Y275 5 4 261 362 201 107 14C Phosphor Y275
IRF Lauche lamp 101 1 8 54 96 207 352 1.62V, 198.50mA 1
IRF Lycksele lamp 102 1 9 72 150 360 489 6.21V, 22.7mA 2
ESRANGE tungsten lamp 103 3 10 61 359 544 728 635 10.9V, 217.5mA 2, 3
ESRANGE tungsten lamp 103 1 6 12 20 32 5.10V 141.00mA 2, 3
ESRANGE MSP1 104 226 335 150 280 308 523 299 LED 28V supply 1, 3
PGI Chernouss-38AM 105 12 164 382 710 639 1520 1782 LED, setting 3 (max) 4
FMI sphere 106 5 26 72 78 180 353 L:C, A:150, ND:7, 1473.3 ft-L 5
FMI sphere 106 9 49 139 150 348 696 L:C, A:255, ND:7, 3092.0 ft-L 5
FMI sphere 106 1 13 67 170 189 422 809 L:BC, A:100, ND:7, 3388.0 ft-L 5
FMI sphere 106 1 20 100 294 304 682 1311 L:BC, A:255, ND:7, 5947.0 ft-L 5
Notes: 1. Constant current supply, 2. adjustable power supply, 3. 2011a intercalibration (Kiruna 16 September), 4. battery powered, 5. settings refer to lamp(s) in use (L), attenuator
setting (A), neutral density ﬁlter (ND) and luminance in foot-lamberts (before the neutral density ﬁlters).
Fig. 2. Some of the low light sources intercalibrated at this workshop: (a) IRF Lauche lamp (SID 101) with power supply, (b) PGI Chernouss-
38AM (SID 105), (c) IRF UJO Y275 (SID 5), (d) IRF UJO L1614 (SID 4), (e) IRF UJO 920B (SID 3), (f) FP reference source (SID 1),
(g) MPI-2 source (SID 2) and (h) IRF Lycksele lamp (SID 102).
Figure 1 shows the general layout of the instrument. The
source is attached to the centering device (a) and light
passes a mirror (b), collimating tubes (d), an objective
lens (f), ﬁlter wheel (h), with telecentric optics and ﬁeld
stop (i) and ﬁnally reaches the Peltier-cooled photomulti-
plier tube (PMT, Hamamatsu R632 GA37). Datasheets with
plots of spectral response and quantum efﬁciency for this
PMT are available on the Internet (www.datasheetcatalog.
org/datasheet/hamamatsu/R632.pdf). The length of the in-
strument is 1210mm, and the height is 165mm. The two
parts are folded together during transportation.
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4 Intercalibration procedure
The Lindau Calibration Photometer was installed in a dark-
room and the Peltier cooler was switched on several hours
beforemeasurements,sothatthephotomultipliertube(PMT)
would be sufﬁciently cooled and thermally stable. One per-
son operated the calibration photometer and sources in the
darkroom, while another person recorded the ﬁlter position
andPMTcountsusingaﬁlterpositiondisplayandaprecision
frequency counter (HP 5328A and HP 53181A for 2011a and
2011b, respectively) located outside the darkroom. The fre-
quency counter was set for a long gate time (3–5s). In ad-
dition, an intercom was available between the darkroom and
the outside. Filter position 0 is blocked and corresponds to
dark current; the remaining positions correspond to seven ﬁl-
ters from 3914 to 6562 ˚ A (listed in Table 2). The ﬁlter band-
widths in the table correspond to the full width at half maxi-
mum (FWHM). Position 8 corresponds to a ﬁlter with centre
wavelength 6707 ˚ A. This ﬁlter is included in the intercali-
bration procedure, but the results are traditionally discarded
since the FP reference source lacks calibration data for this
wavelength. Transmittance curves for each ﬁlter exist in the
calibrationphotometerdocumentationandareavailableupon
request. Each source was then compared to the FP reference
source. This was done according to the following procedure:
1. The FP reference source was attached to the centering
device of the calibration photometer (Fig. 1a).
2. Three measurements were recorded from the frequency
counter for each of the nine ﬁlter wheel positions (in-
cluding dark current). As the ﬁlter wheel was rotated
manually, the ﬁlter changes were announced and veri-
ﬁed over the intercom and by using the ﬁlter position
display.
3. The FP reference source was then replaced with the cal-
ibration source and step 2 above was repeated for that
source. Metadata was recorded (ﬁlter temperature, start
and stop times, etc.).
4. Steps 1–3 above were repeated for each of the nine cal-
ibration sources.
The spectral column emission rate (ISp) at ﬁlter position p
(1...8) was then calculated from the following equation (by
using a spreadsheet):
ISp =
IRp(Sp −S0)
Rp −R0
R
˚ A
(3)
where Sp and Rp are the average measured count rates for
the calibration source and the FP reference source, respec-
tively; S0 and R0 are averaged dark current measurements
(ﬁlter position 0). IRp is the FP reference spectral column
emission rate for ﬁlter p (refer to Table 2). To preserve con-
tinuity this procedure has been changed as little as possible
since 1985.
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Fig. 3. Intercalibration results for three sources since 1981 (a) IRF UJO Y275 (SID 5), (b) IRF UJO L1614 (SID 4), (c) IRF UJO 920B (SID
3), (d) IRF Lauche lamp (SID 101, since 2000) The 2011b-intercalibration results are connected with lines giving a rough idea of the spectra
of these sources. The 1981 intercalibration used different ﬁlters indicated by “*”.
Fig. 3. Intercalibration results for three sources since 1981: (a) IRF
UJO Y275 (SID 5), (b) IRF UJO L1614 (SID 4), (c) IRF UJO 920B
(SID 3), (d) IRF Lauche lamp (SID 101, since 2000). The 2011b
intercalibration results are connected with lines, giving a rough idea
of the spectra of these sources. The 1981 intercalibration used dif-
ferent ﬁlters indicated by a “*”.
5 Results
The results from this intercalibration effort are given in Ta-
ble 2. Note that spectral column emission rates less than
1R/˚ A have been removed in Table 2 due to poor signal-to-
noise ratio. All raw data and preliminary results before post-
processing are available at http://alis.irf.se/ewoc/2011.
Figure 3 plots all intercalibration results from 1981 until
the present time for three radioactive and one tungsten lamp
source. Table 3 lists the ratios of this intercalibration to ear-
lier intercalibration workshops, as well as to the mean value
of all listed workshops. Sources not appearing in Table 3
have only been intercalibrated once, or earlier intercalibra-
tion data have not been located yet. Figure 4 plots selected
ratios from Table 3 as a time series. The ratios and wave-
lengths are selected based on the normal usage of the source
for calibration of optical instrumentation.
The intercalibration was done under two assumptions:
(1) the spectral radiant sterance of the FP reference source
is stable and sufﬁciently well known, and (2) the calibration
photometer is linear and stable during the calibration.
6 Discussion
The FP reference source is traceable to intercalibrations in
the late 1960s (Torr, 1983) and the present absolute calibra-
tion values, obtained with a national standard source (Q47
tungsten ﬁlament lamp, calibrated by the National Bureau of
Standards in 1977) from an intercalibration done by Torr and
Espy (1981). Since 1981 the FP reference source has been
usedasreferencesourceforintercalibrationworkshopsinthe
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Table 3. Ratios of the 2011b intercalibration (Sodankyl¨ a) to earlier intercalibrations and to the mean value of all listed measurements. Sources
not appearing in this table lack information of earlier calibration workshops. SID is source identiﬁcation number.
Filter [˚ A]
Source name SID Year 3914 4280 4866 5573 5882 6299 6562
IRF UJO 920B 3 1981 0.67 0.95 1.19 1.36 1.12 0.55
1985 0.77 0.80 1.01 1.17 1.26 1.14 0.49
1999 0.89 0.99 1.03 0.99 1.10 1.01 1.66
2000 0.85 0.93 0.97 0.95 1.04 0.77 0.47
2001 0.75 0.96 0.95 0.99 1.02 0.83 3.32
2006 0.80 0.95 1.00 0.95 0.94 0.81 0.25
2007 0.91 1.03 1.01 0.96 0.87 0.65 0.86
2011a 1.81 1.03 0.99 0.84 1.03 0.78 0.83
Mean 1.02 0.91 0.99 0.99 1.05 0.87 0.63
IRF UJO L1614 4 1981 1.24 0.27 1.00 0.91 2.20
1985 1.14 1.36 1.18 1.24 1.02 0.23
1999 0.13 0.99 1.04 1.04 0.95 0.49
2000 1.14 0.99 0.96 0.98 0.92 1.74
2001 0.80 0.90 1.01 1.28 1.26 0.10
2006 0.57 0.93 1.00 1.10 0.83 0.25
2007 1.33 0.99 1.01 1.07 0.91
2011a 0.80 1.03 1.01 1.13 0.93
Mean 0.59 1.03 0.78 1.09 0.96 0.52
IRF UJO Y275 5 1981 6.00 1.12 0.92 0.91 0.84 0.77
1985 0.33 0.70 1.01 1.04 0.96 0.93 0.94
1999 1.00 1.05 1.01 0.99 0.94 0.71 0.65
2000 1.00 0.95 0.98 0.95 0.89 0.71 0.59
2001 5.00 1.17 1.06 1.01 0.75 0.73 0.69
2006 0.91 1.03 1.03 0.91 0.89 0.72
2007 1.00 1.11 1.04 1.02 0.87 0.77 0.82
2011a 0.33 1.00 1.03 0.98 1.06 1.21 0.73
Mean 0.88 1.06 1.03 0.99 0.91 0.84 0.75
IRF Lauche lamp 101 2000 0.95 1.02 1.00 1.07 0.98 0.93 0.78
2001 1.06 0.93 1.06 1.12 0.84 0.91 0.82
2007 1.20 1.06 0.98 1.06 0.90 0.92 1.06
2011a 1.06 0.99 0.98 1.02 1.05 0.66 0.37
Mean 1.05 1.00 1.00 1.05 0.95 0.86 0.70
aurora/airglow optical community. Note that the 1981 cali-
bration did not include 3914 ˚ A and 6707 ˚ A. The origin of the
absolute calibration value at 3914 ˚ A (0.34R/˚ A) is currently
unknown. This is under investigation, and until further no-
tice it should be treated as less reliable (extrapolated). As
1981 is a rather long time ago, doubts can clearly be cast on
the stability of the FP reference source. It is thus of great
importance to compare the FP reference source to a source
traceable to a National Bureau of Standards as soon as possi-
ble. Although strongly desired, this has not been possible yet.
Some steps have therefore been taken to indirectly assess the
stability of the FP reference source.
Preliminary results from the independent 2011c intercali-
bration (Longyearbyen) of two sources are given in Table 4.
In addition, the spectra of these two sources were measured
with a spectrograph. For the IRF Lauche source (SID 101),
deviations appear to be less than ±15% for wavelengths
from 5573 ˚ A. For shorter wavelengths this source has a very
low output, as should be expected from a tungsten lamp. The
ratios for the PGI Chernouss-38AM (SID 105) source are a
bit more puzzling and, in particular, the large difference for
4866 ˚ A is still under investigation. The spectrum of the PGI
Chernouss-38AM LED source was found to be continuous
but with two sharp peaks. One possible preliminary explana-
tion for the discrepancy is that while the former calibrations
weredonebyaﬁlteredphotometer,the2011ccalibrationwas
done with a spectrograph. The spectrograph had a bandpass
of approximately 100 ˚ A, while the photometer ﬁlters have
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Fig. 4. Ratios of 2011b-intercalibration in Sodankyl¨ a to earlier intercalibrations for IRF UJO 920B (SID3, top panel), IRF UJO L1614 (SID
4), IRF UJO Y275 (SID5) and IRF Lauche lamp (SID101) (bottom panel). (blue) 4280 ˚ A, (green) 5573 ˚ A and (red) 6299 ˚ A. Note that
none of these sources were intercalibrated 1987–1995.
Fig. 4. Ratios of 2011b intercalibration in Sodankyl¨ a to earlier intercalibrations for IRF UJO 920B (SID3, top panel), IRF UJO L1614 (SID
4), IRF UJO Y275 (SID5) and IRF Lauche lamp (SID101) (bottom panel): (blue) 4280 ˚ A, (green) 5573 ˚ A and (red) 6299 ˚ A. Note that none
of these sources were intercalibrated 1987–1995.
a bandpass around 20 ˚ A. As this source has no earlier in-
tercalibration history, additional measurements are required.
A preliminary conclusion from the 2011c intercalibration is
that the intercalibration error for the FP reference source is
probably less than ±25% for wavelengths from 5573 ˚ A. This
preliminary, but promising, conclusion is to be conﬁrmed by
the ﬁnal results from the 2011c intercalibration session.
The FMI MIRACLE EMCCD imager normally operated
at Kilpisj¨ arvi was recently calibrated by the manufacturer,
Keo Scientiﬁc in Canada (T. S. Trondsen, personal commu-
nication, 2011). For further validation, this imager was then
calibrated by the FMI integrating sphere and two of the IRF
radioactive sources (920B and Y275). Data from this effort
are not analysed yet and will appear in a later publication.
Then, it will be possible to compare the 2011b intercalibra-
tion both to the calibration by Keo Scientiﬁc in Canada as
well as to the FMI integrating sphere.
Furthermore,iftheFPreferencesourceshouldbecomeun-
stable over time, it is highly likely that other 14C-activated
phosphor sources also would become unstable. This would
be noticed as increasing deviations between the intercalibra-
tion workshops.
It has been found that Torr and Espy (1981) and Lauche
and Barke (1986) did not use exactly the same ﬁlter sets. This
is under investigation and might explain the difference in ra-
tios for 1981 and 1985 (Fig. 4).
The 2011a intercalibration was mainly a practice run by a
new calibration team before the ofﬁcial 2011b intercalibra-
tion in Sodankyl¨ a. This might explain the larger deviations
seen for the 2011a intercalibration (Table 3 and Fig. 4). The
2011a intercalibration should therefore be excluded from the
long-term series, if results from later workshops conﬁrm it to
be an outlier.
Aging effects of various components (sources, ﬁlters,
PMT, etc.) will also contribute to the errors. Looking at Fig. 3
it is seen that the intercalibration errors tend to increase to-
wards the red part of the spectra. This is under investigation
and is probably related either to aging effects (PMT and/or
ﬁlters), stray light, or to design compromises of the calibra-
tion photometer.
On the other hand, the IRF UJO Y275 (SID 5) source ap-
pears very stable over time at 5573 ˚ A (Fig. 4). In fact, re-
covered fragments of old documentation (1960s) concerning
“light calibration by C14 activated light standards from U.S.
Radium Corp.” appear to indicate 262.65R/˚ A for the IRF
UJO Y275 (SID 5) at 5600 ˚ A (by conversion of the lumi-
nance values stamped onto the source; see Sect. 2). This is to
be compared to the 2011b intercalibration that gave 261R/˚ A
at 5573 ˚ A. To conﬁrm this, the spectra of these sources must
be measured. It is hoped that this will be possible in the au-
tumn of 2012.
The mean ratios in Table 3 indicate a typical deviation,
ranging from a few percent to around ±10% for wavelengths
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Table 4. Preliminary ratios of this intercalibration to measurements in November 2011 at the calibration laboratory at UNIS, Longyearbyen,
Svalbard (2011c). The large differences for wavelengths below 5573 ˚ A are expected since the IRF Lauche lamp is a tungsten lamp. For the
PGI Chernouss-38AM source, the large difference at 4866 ˚ A is more puzzling and remains to be explained.
Filter [˚ A]
Source name SID 3914 4280 4866 5573 5882 6299 6562
IRF Lauche lamp 101 0.02 0.10 0.32 0.85 0.89 0.96 1.11
PGI Chernouss-38AM 105 0.53 0.86 0.30 0.69 0.75 0.95 1.09
4280, 4866, 5573 and 5882 ˚ A. For 6299 ˚ A this value is
around ±15%.
While none of what is said above provides hard evidence
concerning the validity of the 30-year-old absolute calibra-
tion of the FP reference source, it is probably safe to as-
sume that absolute calibration errors are probably less than
15–25%, with a few exceptions and not including ﬁlters at
3914 and 6707 ˚ A. This is also in agreement with Torr and
Espy (1981), who report an accuracy of ±10% over a 12-
year-period. This should be compared to differences up to a
factor of six during the early phases of this long-term inter-
calibration effort (Torr et al., 1977). Finally, even in the case
that the absolute calibration values are completely wrong,
the relative intercalibration is not affected by this, and thus
it would be possible to correct these errors in the future.
7 Conclusions
This work presents the ofﬁcial results from the intercalibra-
tion workshop following the 38th Annual European Meeting
on Atmospheric Studies by Optical Methods (in Table 2).
Ratios of this intercalibration to earlier work are presented
in Table 3 and Fig. 4. Preliminary results of the indepen-
dent 2011c intercalibration (Longyearbyen) of two sources
are given in Table 4.
A brief description of the intercalibration method, in ef-
fect since 1985, is provided. Furthermore, a large set of doc-
umentation and publications regarding this long-term inter-
calibration effort has been collected. As much as possible
of this information will be made available on the Internet
(http://alis.irf.se/ewoc/).
It is concluded that well-justiﬁed doubts exist about the
validity of the absolute calibration of the FP reference source
after 30 years. On the other hand, preliminary results from
the 2011c intercalibration (Table 4) suggest errors of around
±15% for wavelengths from 5573 ˚ A and possibly also at
4280 ˚ A. This is to be conﬁrmed by the ﬁnal results of the
2011c intercalibration as well as to be compared to the
calibrations of the FMI MIRACLE EMCCD, performed in
Canada by Keo Scientiﬁc and to the certiﬁed luminance val-
ues of the FMI sphere. Until this is done the absolute calibra-
tion error is estimated at 15–25% and the relative intercali-
bration error at 5–25%.
Future work
Following the intercalibration efforts in 2011, several ra-
dioactive calibration light sources have been found in Nor-
way(Y.L.Andalsvik,personalcommunication,2012).Many
of these sources appear in earlier intercalibration workshops,
in particular at the Lysebu 1985 workshop (Lauche and
Barke, 1986). In addition, at least two calibration sources
have been found at University of Oulu, Finland. Therefore,
it would be desirable to include these sources in the inter-
calibration workshop planned for the autumn of 2012 in So-
dankyl¨ a.
For the next workshop it will hopefully also be possible
to measure the spectra of all participating sources. This is of
general importance for improving the quality of this long-
term intercalibration effort, but, in particular, it might help
resolve problems related to LED-based sources, such as the
PGI Chernouss-38AM source (SID 105).
This intercalibration effort should also be compared to ab-
solute calibration methods involving the known spectra of
stars.
The intercalibration procedure from 1985 is a rather te-
dious and manual nature. To automate the ﬁlter wheel oper-
ation and data acquisition would probably both improve the
accuracy and speed up the intercalibration procedure.
Last but not least, it is of the utmost importance to perform
an intercalibration of the FP reference source to a source
traceable to a National Bureau of Standards source as soon
as possible.
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